



^carbon monoxide that could be operated by technically tmtrlin^^ffi 
[|g|.people. si have talked with Mr. James Hamilton of Sci-Tech 
IEfp ; Corporation and a Wilks Miran 101 infraro/i __ 


fi^^The Miran 101 is a 17 -pound portable, battery operated 'fixed 

fte#? Y? V f| eng J h * S1 ?* le beam infrared spectrophotometer.with, a 

^•f'-'iailini- meter f as . c « 11 ' Wlth a 5 -liter capacity and a self-contained^^ 

£ 5 * 35 ^ * v SaiEP 1 ins' system that nnmnc _* . r» . ... . _ 


. j- r v wwuxu uc dudunea to tne-meter for^ 

&g£g$direct readout of ppm CO after calibration. If a pemnent SaSiSii 
.^record were needed the instrument i«s pmiinn^ uii-i, - i„~i. jr_i~*\Ss! 5 i *8 


^^^®availahi n • ° 1 1 H in t ? e * inal stages of production and should 
^^^;-# vaalable ln 1-2 months. ...The price is $ 2 , 995 - r ..... u ySg&M 

J* f!** 1 ???.!” “?**?« OSHA'.requirementtf^a 
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Source: https://www.ir istrydocuments.ucsf.edu/docs/ttcj0000 
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